Polysulfone corneal inlays. Adverse reactions: a preliminary report.
The use of polysulfone to manufacture a lens for insertion into the corneal stroma to correct large refractive errors has been described. Two patients are presented in whom the procedure has been associated with significant loss of vision due to development of secondary changes in the cornea.